


correlate with regions of intimal thickening.  Thus, a wall shear stress 
value associated with vascular remodeling (15 dynes/cm2) was used as 
the threshold for comparison between simulations[6].  Images of 
simulation results were spatially aligned and the distribution of shear 
stress divided into 12 grayscale levels in 3 dynes/cm2 intervals.  
Digital image processing was performed to threshold wall shear stress 
values ≤15 dynes/cm2 and the area quantified using ImageJ (NIH; 
Bethesda, MD).  This area was then expressed as a percent of the stent 
and total vessel area. 
 
RESULTS 
 Figure 1 illustrates distributions of wall shear stress in a typical 
CFD simulation.  The highest values of wall shear stress were 
localized over the surface of stent struts.  In contrast, regions of low 
wall shear stress surrounded the stent struts independent of the strut 
width, thickness, number, or stent-to-vessel diameter ratio. The ratios 
for the area of wall shear stress ≤15 dynes/cm2 with respect to the stent 
and total vessel area for each simulation are summarized in table 2.  
The area of computational vessels subjected to wall shear stress ≤15 
dynes/cm2 increased as the number of struts increased.  Increases in 
stent width and thickness also caused the distribution of wall shear 
stress in this range to increase.  

 
Figure 1.  Distributions of wall shear stress (WSS) within 

the stented segment of a computational vessel.   
 

Table 2.  Wall Shear Stress, Stent, and Vessel Area Analysis 

Simulation 
Number 

Total 
Area 

(mm2) 

Stent 
Area 

(mm2) 

WSS Area ≤15 
dynes/cm2 

(mm2) 

Stent/ 
Total 
Area 
(%) 

WSS/ 
Stent 
Area 
(%) 

WSS/ 
Total 
Area 
(%) 

1 62.2 6.35 1.15 10 18 2 
2 60.8 11.4 3.27 19 29 5 
3 60.8 9.13 0.71 15 8 1 
4 60.8 10.9 1.12 18 10 2 
5 62.2 15.1 5.78 24 38 9 
6 62.2 14.1 2.21 23 16 4 
7 66.5 11.4 31.0 17 273 47 
8 73.0 11.4 46.8 16 411 64 

 
Simulations with four struts revealed that reducing the strut width by 
more than half reduced the area of wall shear stress ≤15 dynes/cm2 to a 
greater extent then a 25% reduction in strut thickness.  Lower stent-to-
vessel ratios correlated (R2 = 0.54) with a reduction in areas of shear 
stress below the threshold value.  Over-expansion of the stent had a 
profound impact on wall shear stress distributions and vastly increased 
the area of wall shear stress ≤15 dynes/cm2 compared to stents 
implanted in a 1 to 1 stent-to-vessel ratio.  Over 55 and 87% of the 
local stented segment was subjected to distributions of wall shear 
stress in this range for the simulations with deployment ratios of 1.1 
and 1.2 to 1, respectively.             
 
DISCUSSION 
 In-stent restenosis remains an important problem despite the 
ability of stents to restore vascular blood flow in the majority of cases.  
Collective evidence suggests that rate of restenosis varies with stent 

type, that local vessel geometry correlates with regions of intimal 
hyperplasia, and that vascular response to injury is modulated by shear 
stress.  These data imply that the geometry of the implanted stent may 
cause altered distributions of wall shear stress that influence the 
development of neointimal hyperplasia.  The present results indicate 
that the number, width, and thickness of stent struts cause distinctive 
patterns of wall shear stress.  These results are consistent with 
previous studies using flow visualization through Wallstents of various 
mesh densities and a CFD analysis of 2-D stent strut spacing[7].  The 
results further indicate the reducing the stent to vessel area may 
independently reduce areas of disturbed wall shear stress patterns as 
was suggested by a previous study examining intimal hyperplasia in 
rabbit iliac arteries[8].  Recently Liu et. al.[5] demonstrated that the 
rate of smooth muscle cell migration was greatest in regions of lower 
shear stress after vascular injury.  Thus, vascular damage produced by 
an over-expanded stent may predispose this vascular segment to the 
development of neointimal hyperplasia by adversely affecting 
distributions of wall shear stress.  
 In summary, the present results using three-dimensional CFD 
modeling predict that geometric properties of an implanted stent cause 
unique distributions of wall shear stress.  These theoretical results 
further suggest that stent geometries that minimize stent to vessel area, 
and reduce strut number, thickness, and width appear to be less likely 
to expose the vessel to distributions of shear stress that have been 
implicated in neointimal hyperplasia.   
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